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Background: Molecular imaging using magnetic nanoparticles (MNPs)—magnetic particle imaging (MPI)—has
attracted interest for the early diagnosis of cancer and cardiovascular disease. However, because a steep local
magnetic field distribution is required to obtain a defined image, sophisticated hardware is required. Therefore, it is
desirable to realize excellent image quality even with low-performance hardware. In this study, the spatial
resolution of MPI was evaluated using an image reconstruction method based on the correlation information of the
magnetization signal in a time domain and by applying MNP samples made from biocompatible ferucarbotran that
have adjusted particle diameters.
Methods: The magnetization characteristics and particle diameters of four types of MNP samples made from
ferucarbotran were evaluated. A numerical analysis based on our proposed method that calculates the image
intensity from correlation information between the magnetization signal generated from MNPs and the system
function was attempted, and the obtained image quality was compared with that using the prototype in terms of
image resolution and image artifacts.
Results: MNP samples obtained by adjusting ferucarbotran showed superior properties to conventional
ferucarbotran samples, and numerical analysis showed that the same image quality could be obtained using a
gradient magnetic field generator with 0.6 times the performance. However, because image blurring was included
theoretically by the proposed method, an algorithm will be required to improve performance.
Conclusions: MNP samples obtained by adjusting ferucarbotran showed magnetizing properties superior to
conventional ferucarbotran samples, and by using such samples, comparable image quality (spatial resolution)
could be obtained with a lower gradient magnetic field intensity.
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Developments in nanotechnology have been exploited to
realize innovative techniques for the diagnosis and treat-
ment of diseases in the field of medicine. In particular,
nanotechnology has been applied to drug delivery sys-
tems (DDSs) in which a nanoparticle, the surface of
which is functionalized with various antibodies, is used
to attack cancer cells; furthermore, cellular imaging
using the light scattered by a nanoparticle has been ac-
tively studied [1]. Cancer treatment has also been
attempted using nanoparticles with high sensitivity to
light or heat [2,3]. Similarly, the use of magnetic
nanoparticles (MNPs) has also been investigated. For ex-
ample, in the thermal treatment of cancer, MNPs are
used as heating elements to selectively heat a cancer cell
[4]; in fact, clinical trials of this technique are now un-
derway [5]. Gleich et al. reported magnetic particle im-
aging (MPI), a technique in which MNPs are applied to
medical imaging [6,7]. MPI uses the harmonic compo-
nents of the magnetization signal produced by the inter-
action between the nonlinear magnetizing properties of
an MNP and the alternative magnetic field around the
target body. In this technique, MNPs play the role of a
contrast medium in blood vessels for the diagnosis of
cardiovascular diseases and that of a tracer that imagesFigure 1 Concept of image reconstruction by time-correlation metho
the MNPs arranged at each point are observed by scanning the FFP, and t
the system function. (b) The signal detected from an unknown MNP distrib
observation signal sequence. (c) The intensity of a reconstruction image is
function and an observation signal sequence.the distribution of MNPs accumulated in the cancer cell.
Owing to its various advantages, MPI has attracted con-
siderable research attention as a new diagnostic imaging
modality.
The possibility of in-vivo real time imaging has already
been demonstrated in a mouse [8]. However, a clinical
MPI system for humans will require a large magnetic
field generator to realize a magnetic field distribution
with a steep slope, which is advantageous in identifying
the position of an MNP and in obtaining a high-
resolution image in MPI. To avoid this problem, the seg-
mentation scanning of the objective region has been
proposed as a workaround [9].
In order to realize a feasible clinical system, since
2007, we have focused our attention on developing a
high-resolution MPI imaging system that does not
require special, high-performance hardware. As a candi-
date procedure, we have proposed an image reconstruc-
tion method to improve the spatial resolution by
reducing the interference signal produced around the
target region [10]. Through the use of this method, local
image artifacts and blurring could be suppressed. More-
over, we reported that the components of image blurring
and artifacts could be suppressed based on the difference
of the “saturation time” between the ideal magnetizationd. (a) The waveforms of the induced electromotive force produced by
he signal sequences that connect them to the time axis are defined as
ution at each FFP is connected to a time axis and defined as an
determined by calculating the time correlation between a system
Figure 2 Outside view of phantom and MPI prototype system.
(a) Each MNP sample was placed in an acrylic cylindrical container.
(b) The receiver coil was coaxially arranged on a cylindrical container
placed in the MNP sample. (c) The prototype system was built to
collect one-dimensional MPI data.
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spread function (PSF) of the MPI system), which arises
from an isolated MNP and the observed magnetization
signal [11]. However, when MNPs are distributed con-
tinuously, it becomes difficult to obtain an accurate
image of MNPs because of the enhancement of the
image edge part, as noted previously. Therefore, we have
proposed a new image reconstruction method and eval-
uated its validity [12]. In this method, the observed
magnetization signal produced around a target region is
extracted based on the correlation with a system func-
tion, and it can be reflected by the intensity of the
reconstruction image. However, because the image re-
construction is performed based on a simple correlation,
it tends to expand the image blurring theoretically.
Therefore, it is necessary to remove the image blurring
actively, and we are currently attempting to design an ef-
fective algorithm for this purpose [13].
Meanwhile, to improve the image resolution without
requiring high-performance hardware, the characteristics
of an MNP should be improved in parallel to the image
quality improvement by such an image reconstruction
method because the spatial broadening of the observed
magnetization signal is approximated by the differenti-
ation of the Langevin function [14]. Therefore, high
spatial resolution is expected when the particle diameter
of an MNP is large because the full width at half max-
imum (FWHM) of this differentiated waveform narrows
with an increase in the particle diameter [15].
Currently, the ferucarbotran (a drug substances of
Resovist; supplied only by Meito Sangyo Co., Ltd.) used
as a contrast medium for magnetic resonance imaging
(MRI) is being used in MPI. However, because the par-
ticle diameters of the MNPs contained in ferucarbotran
differ, as already pointed out, it is not an optimal con-
trast medium for demonstrating the performance of
MPI. Generally, if the influence of the relaxation time for
the magnetization response is ignored, the magnetization
properties of an MNP with large particle diameter are ad-
vantageous for MPI [16]. Therefore, a trial in which MNPs
with large particle diameters are compounded efficiently
using an organic solvent is performed [17]. However, suffi-
cient information regarding the biocompatibility of most
particles compounded by such processes is not available,Table 1 Characteristics of each sample based on ferucarbotra
No. Da [nm] PI Dv [nm] Magnetic susceptib
1 55 0.28 30-110 0
2 59 0.24 30-120 0
3 86 0.19 50-200 0
4 56 0.26 35-110 0
Da Average diameter including coating layer.
Dv Particle size distribution of average diameter including coating layer.
D Particle diameter of experimentally evaluated MNP.and it is expected that obtaining such information will re-
quire considerable effort and time. On the other hand,
some studies have shown that the signal detection sensi-
tivity in magnetic particle spectroscopy (MPS) can be en-
hanced by using fractionation samples of ferucarbotran
[18] or FeraSpin (Miltenyi Biotec GmbH) [19].
In this study, MNP samples adjusted to some particle
diameters are prepared by using ferucarbotran, which
has already been approved for clinical use, as a base ma-
terial. In particular, this study aims at estimating the
influence of the characteristics of the MNPs based on
the difference in particle diameter on the images
reconstructed using our proposed method in then
ility [erg • gauss-2 • g-1] T2 relaxivity [mM
-1





Figure 3 Signal detected with each sample. (a.1), (b.1) Waveform of induced electromotive force. (a.2), (b.2) Magnetization
response waveform.
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prototype. In addition, the relation between the charac-
teristics of the MNP and the hardware ability is
discussed based on the results of such reconstructed
images.
Principle
Time-correlation MPI reconstruction method
In consideration of the abovementioned problems, we
have proposed an image reconstruction method based
on the correlation information between an observed sig-
nal (induced electromotive force: induced EMF) and a
system function without depending on inverse matrix
operations [12]. The conceptual diagram of this tech-
nique is shown in Figure 1. Here, for simplification, the
analyzed matrix is assumed to include three points.
First, a system function is defined. When an MNP is
arranged as a delta function at the left end matrix point
(i = 1), a field free point (FFP) [6,7] where the local mag-
netic field strength is almost zero is scanned in order
(x = 1, 2, 3) while applying an alternative magnetic field
at each FFP. Here, although such a procedure may be
classified under the category of narrow band MPI [20],
the FFP scanned by our method is encoded intermit-
tently as in robot position movement [7]. Consequently,
a series (Gi=1) that combines three waveforms of the
induced EMF observed at each FFP is created. The sys-
tem function at each matrix point (i = 2, 3) is defined ina similar manner, with the position of an MNP being
changed and the series Gi=2 and Gi=3 being created, re-
spectively (Figure 1(a)). Next, the induced EMF gener-
ated from the unknown MNPs’ distribution is observed
at each FFP (x = 1, 2, 3), and it is considered as the
series V connected to the time-axis as well as the
abovementioned system function. Here, the observed
signal V shown in Figure 1(b) reflects the outline form
of the signal series obtained when the MNP is arranged
at the left end matrix as an example. Then, the correl-
ation information of this observed signal and each sys-
tem function is calculated (Figure 1(c)). It is expected
that only the magnetization signal generated from a tar-
get region is emphasized and reflected as the image
intensity by such correlation processing. In contrast, an
interference signal is difficult to reflect as the re-
constructed image intensity because the correlation
between the observed waveform of the induced EMF
and the system function is small. In the case of a general
two-dimensional image, the image intensity F(i, j) in the
proposed method can be expressed by the following
equation:
F i; jð Þ ¼ ∫Vx;z tð ÞGi;j;x;z tð Þdt ð1Þ
Here, x and z express the scanning position of FFP,
Vx,z expresses an observed signal, and Gx,z expresses
the system function as follows [12].
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Vx;z tð Þ≡V xt þ X z−1ð Þ½ ; x ¼ 1; 2;⋯;Xz ¼ 1; 2;⋯;Z ð3Þ
MethodsFigure 4 Magnetization curve of each sample.Evaluation of magnetizing properties of MNP
In this study, four types of samples (including
ferucarbotran), as listed in Table 1, with ferucarbotran as
the base material and adjusted particle diameters were
used. These samples were respectively prepared by mag-
netic separation, centrifugal separation, and gel filtration.
The Fe concentration of each sample as well as the
Resovist sample was adjusted to 28 [mg/mL]. The average
diameter including the coating layer (Da) and the particle
size distribution of the average diameter including the
coating layer (Dv) were evaluated using a photon correl-
ation spectrometer, the susceptibility was measured using
the magnetic balance method, and the T2 relaxation time
was evaluated using 0.47 [T] NMR equipment. The poly-
dispersity index (PI) was evaluated using the light scatter-
ing method. A vibrating sample magnetometer (VSM) is
commonly used for evaluating the magnetization proper-
ties; however, in this case, these properties were evaluated
using our MPI prototype because the detection sensitivity
in MPI was also evaluated. Each sample was sealed her-
metically in 0.7 [cc] cylindrical containers (∅5 [mm], ap-
proximately 12 [mm] in length) made from acrylics, and a
solenoid coil of 19 [mm] diameter and with 350 turns was
arranged as a receiver coil on the outer circumference
(Figure 2). They were installed centered on the gap (50
[mm]) of a customized Maxwell pair coil (Toyojiki In-
dustry Co., Ltd., Niiza, Japan) with an iron core, 180
[mm] diameter, and 285 turns for each coil. An alterna-
tive magnetic field with an amplitude of approximately
65 [mT] was generated at the center of those coils by ap-
plying an alternative current with an amplitude of 12.0
[A] and frequency of 33.0 [Hz] to each coil in the same
direction.
To distinguish between the magnetization components
(harmonics) generated from an MNP and the primary
magnetic field components applied from the outside, the
induced EMF to a coil without a sample was observed
previously, and it was defined as the raw flux density ap-
plied to an MNP. Then, an induced EMF was generated
when an MNP was arranged, and the actual induced
EMF generated from the MNP was determined from the
difference between this observed signal and the above-
described raw flux density. In this case, the absolute
value of flux density was corrected using a gauss meter
(Model 460; Lakeshore Cryotronics Inc., OH, USA).The average particle diameter of each sample was
computed by approximating the magnetization curve
obtained in the abovementioned experiment with a
Langevin function.
Evaluation of image reconstruction method by numerical
analysis
A gradient magnetic field intensity of 1.5 [T/m] at the cen-
ter of a Maxwell pair coil and an alternating magnetic field
intensity of 32.0 [mT] were used. The FOV was set as 40
[mm] × 40 [mm], and the matrix size was set as 21 × 21.
The system function was analytically computed in each
matrix point of this FOV based on the Langevin function
approximated using the particle diameter of each MNP as
evaluated by the abovementioned procedure.
Then, based on equations (1), (2) and (3) and Figure 1,
image reconstruction was performed for the signal series
that connected the induced EMF observed at the FFP
scanned by each matrix point.
Figure 5 Reconstructed image for each sample by numerical analysis. (a.1), (a.2) Images by fundamental and proposed reconstruction
methods in the case of sample 1, respectively. (b.1), (b.2) Images by fundamental and proposed reconstruction methods in the case of sample
3, respectively.
Figure 6 Image profiles of reconstructed images by numerical analysis. (a.1), (a.2) Image profiles at z = 0 in the case of sample 1,
respectively. (b.1), (b.2) Image profiles at z = 0 in the case of sample 3, respectively. (a. 2), (b. 2) Individual theoretical point spread functions
indicated by red lines.
Ishihara et al. BMC Medical Imaging 2013, 13:15 Page 6 of 10
http://www.biomedcentral.com/1471-2342/13/15
Ishihara et al. BMC Medical Imaging 2013, 13:15 Page 7 of 10
http://www.biomedcentral.com/1471-2342/13/15Evaluation of one-dimensional reconstructed image using
prototype
Both an alternative magnetic field and an FFP were gen-
erated using the abovementioned one-axis Maxwell pair
coil. The coil current was supplied from a bipolar power
supply (BP30-30; Heiwa Electric Co., Ltd., Kashiwa,
Japan) in constant current mode, and the current wave
for scanning the FFP was controlled by a function gener-
ator (AFG3252; Tektronix, Inc., OR, USA). After the in-
duced EMF was detected using the receiver coil
(diameter 19 [mm], 350 turns) and passed through the
programmable filter (3628, NF Corporation, Yokohama,
Japan), it was supplied to a 14-bit AD converter
(M2i4031; Spectrum Systementwicklung Microelectronic
GmbH, Grosshansdorf, Germany). The detected signal
was sampled with a sampling frequency of 20 [kHz] and
was sent to a personal computer (dc7800 MT/CT;
Hewlett–Packard Co., CA, USA).
As a result of arranging each abovementioned sample at
the center of the gap of a Maxwell pair coil and applying
the alternative current with an amplitude of 6.0 [A] and
frequency of 39.0 [Hz] in the same direction, the MNPs in
each sample were subjected to an alternative magnetic
field of approximately 30 [mT]. Under such device condi-
tions, a gradient magnetic field of 1.9 [T/m] was generated
by applying an offset current of 12.0 [A] simultaneously to
the opposite direction of each coil, and an FFP was formed
at the center of the Maxwell pair coil.Figure 7 Reconstructed image with numerical analysis for each samp
and proposed reconstruction methods in the case of sample 1, respectively
methods in the case of sample 3, respectively.In a preliminary experiment, the electric current re-
quired to move the FFP by a unit length (this corre-
sponds to the spatial resolution) was evaluated; based on
this, the scanning of the FFP was controlled by the func-
tion generator. In addition, a ±20-mm region from the
Maxwell pair coil’s center was set as the FOV, and the
matrix that divides the inside of this FOV into 21 points
was made into each measuring point (FFP).
To detect only the induced EMF generated from an
MNP in consideration of the frequency purity of the al-
ternative magnetic field due to the imperfection of the
power supply and the coil, difference processing with
the induced EMF and without a sample was carried out.
Results and discussion
Magnetization property of each MNP sample
The induced EMF from the samples made with
ferucarbotran as the base material to the external alter-
native magnetic field and the magnetization response
obtained from the integration operation of EMF are
shown in Figure 3 (in what follows, only the results of
sample 1 (ferucarbotran) and sample 3, which show the
characteristic tendency, were displayed.). In addition, the
average particle diameter of each sample was evaluated
by comparing the observed magnetization properties
with the magnetization curve of the MNP as indicated by
Langevin’s approximate expression (Figure 4). These
magnetization curves were normalized by the maximumle at gradient field of 2.5 T/m. (a.1), (a.2) Images by fundamental
. (b.1), (b.2) Images by fundamental and proposed reconstruction
Figure 8 Signal detected using prototype. (a) Waveform of
induced electromotive force. (b) Magnetization response waveform.
(c) Fourier components of magnetization response waveform. Here,
only the waveforms obtained by scanning the FFP at −20 [mm]
(L20), 0 [mm] (C), and 20 [mm] (R20) along the z-axis were indicated.
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in Table 1.
It was estimated that the average particle diameter D
of sample 1 (ferucarbotran), which has been clinically
approved, was 15 [nm]. That of sample 3 was 20 [nm],
which is the largest among all samples, and it was shown
that sample 3 is the most suitable because a sample with
large particle diameter is advantageous for MPI. Here,
the difference between the obtained magnetization prop-
erties and the approximated curve reflected the variation
in the particle size distribution of the MNPs in a sample,
and it was suggested that the particle diameter of sample
3 was adjusted satisfactorily. This result was also sup-
ported by the evaluation results obtained by PI and Dv,
shown in Table 1. Because the particle size distribution
follows a logarithmic normal distribution [21], it was
considered important to adjust the particle diameter in a
sample uniformly in order to improve the image reso-
lution in MPI. Moreover, the induced EMF detected
from sample 3 was approximately 3 times that from
ferucarbotran, indicating that sample 3 also contributes
greatly to the improvement of SNR. This is based on the
increase in the saturation magnetization of the MNP ac-
companying the increase in the particle diameter [15].
From the physical properties obtained by this eva-
luation, as listed in Table 1, it was confirmed that the
particle diameter of MNPs was also related to the sus-
ceptibility and T2 relaxation time.
Numerical analysis of time-correlation MPI image
reconstruction
Next, the image reconstruction results of the numerical
simulation based on the characteristics of sample 1
(ferucarbotran) and sample 3, which were chosen from
among all samples as discussed above, are described.
The images reconstructed by the fundamental image re-
construction method based on an imaging principle (an
alternative magnetic field was applied at each FFP that
was scanned for every encoded position [7]) and our
proposed time-correlation method for a sample arranged
at the center pixel of the FOV are shown in Figure 5. In
addition, the profiles at z = 0 of these reconstruction im-
ages are shown in Figure 6. It was confirmed that the
image artifact observed in the upper and lower sides of
the actual MNP by the fundamental image reconstruc-
tion method was suppressed by the proposed method.
However, the image resolution of the proposed method
(~12 mm) was slightly degraded compared to that of the
fundamental method (~8 mm) using the FWHM for
sample 1. Then, it was shown that the image blurring in-
creased. This is because theoretically, the distribution of
correlation between the observed signal and the system
function at every FFP position (Figure 1) was given as
the image intensity with nearly two times the FWHM ofthe system function [22]. The PSF of this image recon-
struction method was expected as an autocorrelation dis-
tribution of the system function, and it was superimposed
in Figure 6 for MNPs of each particle diameter. Therefore,
it is possible to newly propose the following iterative esti-
mation of the distribution of MNPs in order to improve
the image resolution [13].
(1)The position at which the correlation with an
observed signal and a system function is the maximum
in the FOV is detected.
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correlation is given as the reconstructed image
intensity.
(3)The distribution of a corresponding system function
is subtracted from the observed signal at this position.
Then, the candidate of the processing position is moved
to the next FFP and the abovementioned process is re-
peated until the residual of the subtraction signal at every
FFP becomes small. It is considered that a deconvolution
with a system function can be carried out equivalently by
such processing; therefore, the image blurring can be re-
duced effectively without inverse matrix operations.
An evaluation of the profile at z = 0 (Figure 6) showed
that the spatial resolution of sample 3 was approximately
1.3 times better than that of sample 1. This corresponded
to the fact that the spatial resolution obtained by a gradi-
ent magnetic field strength of 2.5 [T/m] for sample 1 was
achieved by a gradient magnetic field strength of approxi-
mately 1.5 [T/m] for sample 3 (Figure 7). In other words,
it was shown that the dependence on hardware require-
ments was reduced by 0.6 times under such conditions
and that the spatial resolution could be improved by sim-
ply adjusting the particle diameter.
One-dimensional imaging experiment using prototype
The waveform of the induced EMF obtained by scanning
the FFP, the magnetization response calculated from the
integration of the EMF, and the Fourier transform of thisFigure 9 One-dimensional reconstructed images using prototype. (a.1
in the case of sample 1, respectively. (b.1), (b.2) Images by fundamental an
respectively. In these cases, the calculated system function corresponding tmagnetization response are shown in Figure 8. Here, when
the center coordinate of the FOV was set to 0, only the
wave obtained by scanning the FFP at −20 [mm], 0 [mm],
and 20 [mm] along the z-axis was indicated in the figure
(this corresponds to the sign L20, C, and R20, respect-
ively.). It was confirmed that the difference of the induced
EMF’s waveform in an experiment appeared depending on
the position of the FFP. In other words, because it would
reflect that the position of the MNP was indistinguishable
when the correlation with an observed signal was evalu-
ated with a system function, the validity of our proposed
method based on time-correlation information was also
confirmed by experimental data. With regard to sample 1
(ferucarbotran) and sample 3, the one-dimensional images
obtained using the fundamental image reconstruction
method and the proposed method are shown in Figure 9.
In these reconstructed images, although the precise sys-
tem function should ideally be measured from the signal
observed when the MNPs are arranged in a shape like a
delta function at each analyzed point in the reconstructed
image, the analytically calculated system function corre-
sponding to each particle diameter at every image matrix
point was used. This is because considerable time is gener-
ally required for the measurement of a system function,
and our system’s operation might become unstable over
such a long time. It was found that sample 3 afforded an
image resolution superior to that of sample 1 through
both the experimental results as well as the numerical
simulation.), (a.2) Images by fundamental and proposed reconstruction methods
d proposed reconstruction methods in the case of sample 3,
o each particle diameter was used.
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In this study, to suppress image artifacts in MPI and im-
prove the spatial resolution without requiring high-
performance hardware, an image obtained using an
MNP sample made of biocompatible ferucarbotran as
the base material and a sample made by our proposed
method were compared. It is essential to evaluate the
biocompatibility because a large-diameter nanoparticle
may behave differently in internal organs compared to
Resovist, which is approved for clinical use. Nonetheless,
some samples used for MPI were found to have magnet-
izing properties superior to those of ferucarbotran. Con-
sequently, it was shown that an equivalent image quality
(spatial resolution) could be obtained with a smaller gra-
dient magnetic field strength compared to the case in
which ferucarbotran was used.
Therefore, if a method for preparing MNP samples
consisting of particles with large and equisized diameters
made from ferucarbotran as the base material is devel-
oped, the MPI image quality can be further improved, and
the conditions imposed on hardware ability can be re-
duced. However, because our study was restricted to the
use of an alternating magnetic field with relatively low fre-
quency, evaluations in consideration of the dynamic char-
acteristic of the MNP [19,23] will be required when faster
scanning of FFP is used. In addition, because a sufficiently
high spatial resolution has not yet been achieved theoretic-
ally using the proposed time-correlation MPI reconstruc-
tion method, it is necessary to devise an algorithm that
can use correlation information more effectively.
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